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See PRA Statement below.

510(k) Number (if known)
K150304

Device Name
Oxyless Blood Tubing Set

Indications for Use (Describe)
The Oxyless Blood Tubing set with transducer protector and optional priming set comprises disposable blood tubing lines 
intended to provide extracorporeal access to the patient�s blood during hemodialysis. This blood tubing set is indicated for 
use with a medically prescribed hemodialyzer. The compatibility of available configurations is the responsibility of the 
physician in charge.

Type of Use (Select one or both, as applicable)

Prescription Use (Part 21 CFR 801 Subpart D) Over-The-Counter Use (21 CFR 801 Subpart C) 

CONTINUE ON A SEPARATE PAGE IF NEEDED. 

This section applies only to requirements of the Paperwork Reduction Act of 1995.

*DO NOT SEND YOUR COMPLETED FORM TO THE PRA STAFF EMAIL ADDRESS BELOW.*
The burden time for this collection of information is estimated to average 79 hours per response, including the 
time to review instructions, search existing data sources, gather and maintain the data needed and complete  
and review the collection of information. Send comments regarding this burden estimate or any other aspect  
of this information collection, including suggestions for reducing this burden, to:

Department of Health and Human Services
Food and Drug Administration
Office of Chief Information Officer
Paperwork Reduction Act (PRA) Staff
PRAStaff@fda.hhs.gov

“An agency may not conduct or sponsor, and a person is not required to respond to, a collection of 
information unless it displays a currently valid OMB number.”
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510(k) Summary 
Oxyless Blood Tubing Set 

 
21CFR 807.92 (a)(1) SUBMITTER 
Submitter Name: Oxyless LTD 
Submitter Address: Bewlay House 
   2 Swallow Place 
   London W1B 2AE UK 
Submitter Telephone Number: +44 (0) 207 383 9887 
Contact Person: Bob Duffy 

President 
Bob Duffy Associates 
16405 Summer Sage Road 
Poway, California 92064 
858-487-1859 
bduffy@bobduffyassociates.com 

510(K) Summary prepared: 2/22/2016 

21CFR 807.92 (a)(2) DEVICE NAME  
Trade Name: Oxyless Blood Tubing Set    
Common Name: Hemodialysis Blood Tubing Set  
Classification Name: Hemodialysis System and Accessories  
Product Code: FJK  
 
21CFR 807.92 (a)(3) PREDICATE DEVICE 
The predicate for the Oxyless Blood Tubing Set is the: 

Nipro Blood Tubing Set cleared under 510(k) K072024: 
a. Device Proprietary Name: Blood Tubing Set with Transducer 

Protector and Priming Set 
b. Manufacturer: Nipro Medical Corporation 
c. Product Code: FJK 
d. Indications for Use: Disposable blood lines intended to provide 

extracorporeal access to the patient’s blood during hemodialysis. The 
compatibility of available configurations is the responsibility of the 
physician in charge. 

 
The basis for the Oxyless Blood Tubing Set Abbreviated 510(k) submission is for a 
new device. 

21CFR 807.92 (a)(4) DEVICE DESCRIPTION 
 
The Oxyless Blood Tubing Set is a hemodialysis blood tubing set designed to 
transport blood from a patient for acute or chronic hemodialysis treatment from the 
point of access to the dialyzer fixed to the hemodialysis machine and returning to the 
patient to complete the extracorporeal circuit. The tubing line components are pre-
configured and packaged as an arterial line, a venous line and in some 
configurations, a priming line, for use with various dialysis machines from Fresenius, 
Nikkiso, B. Braun and Gambro. 
 
The components of the Oxyless Blood Tubing Set include pump tubing, air trap 
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chambers, pressure monitoring lines, injection ports, service lines and tubing clamps.  

Major materials used for the various components of the Oxyless Blood Tubing Set 
are polyvinyl chloride (PVC), polycarbonate (PC), polypropylene (PP), 
polytetrafluoroethylene (PTFE) and silicone. The device is DEHP-free. 

Each Oxyless Blood Tubing Set is packaged as sterile and for single use only. It is 
for prescription use only on the order of a healthcare professional. 

 

21CFR 807.92 (a)(5) INDICATIONS FOR USE/INTENDED USE 

The Oxyless Blood Tubing Set with transducer protector and optional priming set 
comprises disposable blood tubing lines intended to provide extracorporeal access to 
the patient’s blood during hemodialysis. This blood tubing set is indicated for use 
with a medically prescribed hemodialyzer. The compatibility of available 
configurations is the responsibility of the physician in charge. 
 

21CFR 807.92 (a)(6) COMPARISON OF TECHNOLOGICAL 
CHARACTERISTICS  

The Oxyless Blood Tubing Set with transducer protector and optional priming set has 
the same technological characteristics (i.e. design, material, chemical composition, 
energy source) as the predicate device identified above.  The following table 
provides a summary of the technological characteristics of the new device in 
comparison to those of the predicate device. 
 
Category Oxyless Blood Tubing Set 

New Device 
Nipro Blood Tubing Set 
Predicate Device 

1. Trade Name Oxyless® Set - Blood 
Tubing Set with Transducer 
Protector and optional 
Priming Set 

Nipro® Set - Blood Tubing 
Set with Transducer 
Protector and Priming Set 

2. Model Number LK36355RO, LK76154RO, 
LK14529RO, LK46451RO, 
CK84-14-B, CK84-14-C, 
CK84-14-D, CK84-14-E 

A201-A219, V801-V806, 
5M9634, 5M9693 

3. 510(k) submitter/holder Oxyless Ltd. Nipro Medical Corporation 

4. Manufacturer Oxyless Ltd. Nipro Medical Corporation 

5. 510(k) Number K150304 K072024 

6. Regulation Number 21 CFR 876.5820 21 CFR 876.5820 

7. Regulation Name Hemodialysis system and 
accessories 

Hemodialysis system and 
accessories 

8. Regulatory Class Class II Class II 
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Category Oxyless Blood Tubing Set 
New Device 

Nipro Blood Tubing Set 
Predicate Device 

9. Product Code FJK FJK 

10. Intended Use/Indications 
for Use 

The Oxyless Blood Tubing 
Set with transducer protector 
and optional priming set 
comprises disposable blood 
tubing lines intended to 
provide extracorporeal access 
to the patient’s blood during 
hemodialysis. This blood 
tubing set is indicated for use 
with a medically prescribed 
hemodialyzer. The 
compatibility of available 
configurations is the 
responsibility of the 
physician in charge. 

Disposable blood tubing 
lines intended to provide 
extracorporeal access to the 
patient’s blood during 
hemodialysis. The 
compatibility of available 
configurations is the 
responsibility of the 
physician in charge. 

11. Device design Blood Tubing lines 
configured as: 

1. Arterial line 
2. Venous line 
3. Priming line (on 

some models) 
 

Blood Tubing lines 
configured as: 

1. Arterial line 
2. Venous line 
3. Priming line (on 

some models) 
 

12. Blood Tubing Set 
Components 

Tubing, air trap chambers,  
pressure monitoring lines, 
service lines, injection ports 
and tubing clamps 

Tubing, air trap chambers, 
pressure monitoring lines, 
service lines, injection ports 
and tubing clamps  

13. Sterility Sterile Sterile 

14. Pyrogenicity Non-pyrogenic Non-pyrogenic 

15. Single use or reuse Single use Single use 

 
In summary, the comparison demonstrates that the Oxyless Blood Tubing Set is 
substantially equivalent to the Predicate device. 
 
21CFR 807.92 (b)(1) NON-CLINICAL TESTING 

Bench performance testing of the Oxyless Blood Tubing Set was conducted and 
compared to the predicate device to support substantial equivalence, in accordance 
with the performance testing described in the FDA Guidance for Hemodialysis Blood 
Tubing Sets. This testing consisted of: 

1. pressure leak testing  
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2. pump segment endurance testing 

3. injection port endurance testing 

4. priming volume assessment 

5. tensile testing of joints and materials of all tubing segments 

6. pressure transducers leak testing  

7. clamp performance testing  

8. tubing kink resistance  

9. blood tubing set operational testing with a blood analog fluid for four hours at 
37°C  

 

Biocompatibility testing, similar to that performed on the  predicate device for its 
501(k) submission, was conducted as described in “Blue Book Memo, G95-1, Use of 
International Standard ISO-10993, and Biological Evaluation of Medical Devices Part 
1: Evaluation and Testing”. The following suggested tests were conducted and 
demonstrate that the materials in the Oxyless Blood Tubing Set are biocompatible for 
its Intended Use: 

 Cytoxicity 
 Sensitization 
 Irritation or Intracutaneous Reactivity 
 System Toxicity (Acute) 
 Genotoxicity 
 Hemocompatibility and Hemolysis 
 Pyrogenicity 

 

 

21CFR 807.92 (b)(2) CLINICAL TESTING 

No clinical tests are submitted, referenced, or relied on in this premarket notification 
submission for a determination of substantial equivalence.  

 

21CFR 807.92 (b)(3) CONCLUSIONS FROM NON-CLINICAL TESTS 

The results of the performance testing of both the Oxyless Blood Tubing Set and the 
predicate device meet the acceptance criteria for all tests. The results of the testing 
also demonstrate that the Oxyless Blood Tubing Set is as safe, as effective and 
performs as well as the legally marketed predicate device, thus demonstrating 
substantial equivalence. Biocompatibility testing for the Oxyless Blood Tubing Set, 
similar to that conducted for the predicate device, demonstrates that the materials 
used are biocompatible for its intended use. 
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